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IP-BPM (Interaction Point Beam Position Monitor) is an ultra high resolution cavity 
BPM to be used at ATF2, a test facility for ILC final focus system. Control of beam 
position in 2 nm precision is required for ATF2. Beam tests at ATF extraction line 
proved a 8.7 nm position resolution. 



1 ATF2 



ATF2 is an extension of ATF, a test facil- 
ity for ILC accelerator development. ATF 
is the only facility today which can achieve 
beam emittance of the ILC specification. 
Experimental studies for ILC final focus is 
planned at ATF2, and is starting its opera- 
tion at October, 2008. 

There are two main goals for ATF2. 
First, achievement of 35 nm beam size at 
the IP. Second, control of beam position in 
2 nm precision at the IP. Old model cavity 
BPMs at ATF have achieved 17 nm position 
resolution so far [2] . But to achieve the two 
goals, a BPM of 2 nm position resolution 
(IP-BPM) is required at ATF2. We have 
fabricated two hot models of IP-BPM. and 




Figure 1: IP-BPM Block 
its performance at ATF. 



2 Characteristics of IP-BPM 

IP-BPM (Sec Figure [1]) is a cavity BPM and uses di-polc mode signals to detect the beam 
position. The di-pole mode signal magnetically couples to the wave guides through the slots, 
and the signal is read out from coaxial antennas. 
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Figure 2: Measurement Scheme 



IP-BPM has 3 main characteristics. (1) To measure the beam position perfectly indepen- 
dent in X and Y, the cavity is designed to be rectangular. The designed resonant frequency 
of X di-pole mode is 5.712 GHz, while Y di-pole mode is 6.426 GHz. The X-Y isolation 
was confirmed to be better than —50 dB. (2) It is designed to have low angle sensitivity, 
since the angle jitter would be large at IP, due to the strong focusing. We achieved this by 
designing the cavity length short (L = 6 mm). (3) It has a high coupling to achieve ultra 
high position sensitivity. The aperture of the beam pipe is designed to be small, to recover 
the coupling and position sensitivity which also reduces due to the short cavity length. The 
design value of coupling constant (3 for X, Y is 1.4 and 2.0, respectively. 



3 Measurement Scheme 

As shown in Figure [21 IP-BPM has a sensor cavity and a reference cavity for X and Y. 
The sensor cavity monitors the beam position using di-pole mode, while the reference cavity 
monitors the beam charge using mono-pole mode of same resonant frequency. The RF 
signals (6.426 or 5.712 GHz) from the cavities are quickly down converted to 714 MHz by 
a local oscillator, to minimize signal loss. The sensor signal enters a variable attenuator 
before the down converter, to enlarge dynamic range of the electricity, which is necessary 
when making calibration. Finally, the sensor signals are detected by the phase detector. 

We can acquire I signals and Q signals, which are 90 degrees different in phase. Since 
beam angle signals or tilt signals of beam bunches are 90 degrees different in phase from 
position signals, through precise tuning we can divide position signals to I signals, and other 
signals to Q signals. To achieve this I-Q tuning, we need a beam synchronized phase origin. 
The reference cavity is used for this purpose, and it is down converted by the same local 
oscillator as used for the sensor signal, to maintain the phase relativity between reference 
signal and sensor signal. Also, to prevent the contamination of modes other than the di-pole 
modes, we use band-pass filters to select the di-pole mode of our concern. 
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4 Basic Tests 



2 blocks (4 cavities) have been fabricated. Their basic performance was checked by the 
following experiments. (1) Their resonant frequencies, Q vales, X-Y isolations were checked 
by using a network analyzer. Also, we tuned the reference cavity frequency to match 
that of the average of the 3 sensor cavities. (2) We made an R/Q measurement to esti- 
mate the cavity geometry and confirmed that the di-pole mode is sensitive to the beam 
position. R/Q of the cavity was measured through a bead perturbation measurement. 
(3) Wc carried out position and angle sensi- 
tivity tests at ATF extraction line. At posi- 
tion sensitivity measurements, we swept the 
beam against the cavity by controlling the 
steering magnets. We used a diode to de- 
tect signals, so the signal response to the 
beam position forms a V-shape (See Figure 
[3]). At angle sensitivity measurements, we 
tilted the cavity against the beam by sand- 
wiching shims between the BPM blocks and 
the stage. Even when the beam passes the 
cavity center, the signal is non-zero in this 
situation. This signal was compared with 
the equivalent position signal. As a result, 
IP-BPM position sensitivity was proved to be coincident with the expected value, also shown 
with lines in Figure [31 Also, angle sensitivity was proved to be reduced enough not to ruin 
the measurement. 

5 I-Q Tuning 

Contamination of angle signal would degrade the position resolution greatly. Precise decou- 
pling of position signal and angle signal is critical for achieving ultra high position resolution. 

We used 2 steering magnets to sweep the beam parallel. From the signal response, we 
were able to know the relative position of the 3 sensor cavities. We succeeded to align 3 
cavities at same height in precision of a few microns, using shims to control the cavity height. 
This allowed us to keep the angle signal very small and tunc the I-Q decoupling precisely. 

6 Position Resolution Measurement 

We used 3 cavities to determine the position resolution. From the upstream, we call them 
BPMl, BPM2, and BPM3. Our definition of "position resolution" is, (RMS of the residual 
between measured and predicted beam position at BPM2) x (Geometry Factor). The 
prediction is made by using the beam information from BPMl and BPM3. 

Two types of measurements, calibration run and resolution run, were carried out. At 
calibration run we swept the beam against the cavities, while at resolution run we fixed 
the beam position and took statistics. Calibration run is for calibrating the I signal to the 
actual beam position. In order to enlarge the dynamic range of the detecting electronics, 
we set the variable attenuator at 40 dB, 30 dB, and 20 dB. We extrapolated the calibration 
slope for the non-attenuation case from those data. Then, resolution run was carried out 




Beam position at ttie cavitie^im] 

Figure 3: Position Sensitivity 
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until enough statistics was achieved, especially for the non-attenuation case, 1 hour. To 
determine the position resolution, we used a linear regression analysis written below: 

Y2Ipredzcted = + fli * YU + fla * YIQ + 03 * Y3I + 04 * Y3Q + 05 * YREF 
+ ae* XII + 07 * XIQ + as* X3I + ag * X3Q + aio * XREF 

RGStdudl - ^'2' I measured ^'^^predicted 

while Y(X)iI(Q) (i=l,2,3) stands for I(Q) signals from BPMi, and Y(X)REF stands for 
reference signals. The resolution will be calculated by the function below: 

RMS of Rcsidual(ADC ch) 



Calibration Slope(ADC ch/nm) 
the reference signal to beam charge. 



Position Resolution = Geometry Factor x 

Before the measurement, we calibrated 
We made an appropriate data cut of 0.640 
< ICT (xl.6nC) < 0.755. As a result, the 
position resolution at non-attenuation case 
was proved to be 8.72 ± 0.28 ± 0.35 nm, 
which is the best record in the world to- 
day (See Figure [4]). The beam condition 
was 0.68 X 10^" e^ /bunch, and the dynamic 
range was 4.96 /im. This result implies that 
the position resolution would be 5.94 nm for 
the ATF2 condition (10^" e" /bunch). 

In advance, thermal noise of the electric- 
ity was also checked. Signal from the same 
sensor cavity was divided into 2 and de- 
tected by the same detecting scheme. From 

the correlation of the two signals, we estimated the thermal noise, which determine the 
detecting limit of position signal. As a result, it was estimated to be 2.57 nm, under the 
condition of ATF2 (10^" e^/bunch). This result implies that by removing other noise, we 
can achieve resolution better than 3 nm by IP-BPM. 
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Figure 4: Position Resolution 



7 Summary 

We developed a cavity BPM for the IP of ATF2, a test accelerator for ILC final focus system. 
As a result of beam tests, an ultra high position resolution of 8.72 nm was proved. Our goal 
is to improve the resolution to 2 nm, for nano-meter beam control at ATF2. 
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